Use of highly evacuated Redon drains after gynecologic laparotomies.
Highly evacuated (980 mbar) wound drainage systems according to Redon were used in 100 gynecologic laparotomies. In 96% of cases, no flask exchange was required before the system was removed. Bacteriological specimens from various locations of the Redon system showed minimal colonization with pathogenic bacteria. No correlation was found between secondary wound healing and bacterial findings in the system.